Literature survey of on-line spectroscopic methods for lead determination in environmental solid samples.
A review is presented where are shown the advantages involved in the use of flow injection (FI) analysis for the determination of lead in environmental solid samples by spectroscopic detectors. The FI methods proposed for the determination of lead in these samples are described and compared according to the detection technique used. Analytical data of interest and interferences are discussed for each technique.